Ventilation problems with a cuffed armoured latex endotracheal tube.
A case of mechanical airway obstruction is described. The cause of the obstruction proved to be an internal berniation resulting from detachment of the innermost latex layers of the tube. The various measures to avoid the hazards are briefly mentioned.